Stability of a dry laser imaging system.
Laser imagers are the method of choice for creating hard copies of electronic images, such as computed tomograms and computed radiographs. New dry laser imagers use heat processing rather than wet chemical processing. This article describes tests assessing the stability and reproducibility of dry-processed laser images under normal conditions. The authors conclude that dry laser images compare favorably with wet laser images, although testing under extreme conditions is needed.